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UPDATES IN VERSION V1.2.1

Note: Always save all locally created data and session from the manikin, before performing the update, as the data might be lost during the update process.
         Restart the browser after the update has been performed. The manikin has to be set back to factory default in the configuration, in order to take over all new entries.             
         With the installation of this update V1.2.1 it will not be possible to set the manikins back to a previous version. 
         Always ensure that all session are closed before performing an update.
         Further information can be found in the release note and please consider the current Quick Guide “Installation of software updates”.

New algorithm for CPR guidelines AHA 2020 included

Improvements to the PDF printout appearance

Improvements to the PDF printout functionality

Improvements to the export and import functionality for single data-
base sections

Improvements to the export and import functionality for complete 
database 

Improvements to the database structure and display

Display of unsupported features are removed for the different manikin 
types

Improved system stability for wireless connection

Improvements to scaling in various browsers

Improvements to Display set functionality

Additional entries for the Scenario programming included

Improved systems stability after Fibrillation
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